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EG&G ER Program (02/14/90)
Rocky Flats Plant
ER PROGRAM DATA ASSESSMENT
SUMMARY REPORT FORM
Batch No. 89051.360 Site _Area 2 - 881 Hillside
Laboratory Roy F. Weston-Lionville No. of Samples/Matrix _1/Water
SOW #_7/87 Reviewer Org. TechLaw, Inc.
Sample Numbers G09740589001C
Data Assessment Summary

ICP JAA Hg CN Comments
1. Holding Times Vv v
2. Calibrations v Vv
3. Blanks A A Vv Action Items 1-7
4. ICP Interference Check Sample v N/A N/A N/A
5. Lab Control Sample Results v A% v
6. Duplicate Sample Results X Comment 1

Action Item 8
7. Matrix Spike Sample Results X v Comment 2
8. Method of Standard Addition N/A N/A N/A
9. Serial Dilution X N/A N/A N/A Comment 3
10. Sample Verification v AY
11. Other QC v
Data acceptable

12. Overall Assessment A v with qualifications _

V = Data had no problems.

A = Data acceptable but qualified due to problems.

R = Data rejected.
X = Problems, but do not affect data.

N/A = Not applicable.

Data Quality: Data contained in this batch were reviewed and found to be acceptable with qualifications. Acceptable,

..qualified data may be used provided that i, . :Jual values impacted by the "Action Items" listed below are appropriately flagged.

(Refer to attached Results Summary Tables}.

“REVIEWED FOR cLASSIFICAioNADMIN RECO
By R. B. Hoffman _ @ RD |
Date Z_I[~%o 8905L360/1k20j




Action Items: _ 1) The Lead and Vanadium values are estimated and undetected (UJ) because analyte values

>IDI. were foun in the blanks.

2) The Aluminum value is estimated (J) because of negative bias indicated in the blank.

3) The Beryllium value is estimated (J) because of negative bias indicated in the blank

4)_The Copper value is estimated () because of negative bias indicated in the blank.

5) The Iron value is estimated and undetected (UJ) because of Iron values >IDL in the blanks.

6) The Nickel value is rejected (R) because of negative bias indicated in the blank.

7) The Potassium value is estimated (J) because of negative bias indicated in the blank,

8) The Thallium value is estimated and undetected (UJ) because the post-digestion matrix spike was outside

control limits

Comments: _ 1) Duplicates were not performed for ICP.

2) Pre-digestion matrix spike was not performed for ICP.

3) ICP serial dilution was not performed.

Note: Data Summary Tables are attached.

Ol 3000 (. A4/

Reviewer Sigdature Date

2 8905L.360/rk20j



peuodes 0N  WN

lozunoeey
pereey) i (Bn) soy) Jod sweiborin Ul ywit uooelsq 10
sSuoyEd(ifenb Yym eqaidedy v MajAR) josu0d Aljienb ey Buunp pejjuep| suojieywi ol enp owixosdde 9 UojBIIEND P
PIEA A YU UOIFEIIENE WELIMIISU| Y} 8ADQE POIEISP Jou ¥aM pUnodCo ey} somEapul N
lejyrend eBg DA ’ Kiowioqey ey Aq perewps3 3
A vel| oo apjuedd
A 802 [ uz vz
v rneel 09 A ,,, wn|pevea
A 01| 00z Us . u
v rmnie [+]3 1L wnjreyy
A 09/ 002 1§ T wnuois
A 000€94] 0009 eN wnipos
A nee 0l by : JoAlS
A 0804 S eg - wnuees
v r09s2] 0008 N o wnjsseiod
-] nege or IN O%IN
A noot| oo oW . wnuepakon
A nozoe; 20 BH Kinosop
A 901 Sl upn esoueBueyy
: A SoLc3| 0008 BN wnseuden
A oey| 00t [h} wniyin
v rneel S qd - pee
v rneeLy 001 o4 - voJ|
v reyl s g ieddo)
A noy 09 (o] yeqod
A nee 0t Il WD
A noooL{ 0004 80 . wn|sed
A 000842] 0008 | fo] 4 wn|oe)
A nee g -] wnwpe)
v reol 9 og . wnyikieg
A €gL| 002 eg . wnjjeg
A 6¢ oL sy ajuesiy
A noos( 09 as Auousjuy
v resL) 002 v unuwaly
oa v6n aApuy
1a ouebiou)
DyEWOY
68/91L/5 818 8|dues
010068507600 JequnN e|dueg
uojjeoo ejdureg
(1/6n) S1INS3Y TVOLLATYNY leleM M07  ISISATVNY JINVOHONI H3LVM d710
opIsiiiH 188 - 2 BAJY INVN LIS
I jo | obed 09€715068 -# 3dVL




